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Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120418\S-73665_235493.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

235493 HW12 a(1331) 04/15/2012 3v_co2.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1993] Gas C02 

Background: 0.70 mV,1.10 mV,1.45 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 3002.7 Right: 3003.0 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 2993.39 

1 3008.3 2990.12 1.1515620 1.3960154 8.930 20.349 -32.980 -1.693 -35.331 -1.617 

2 3006.5 2989.08 1.1515532 1.3960027 8.920 20.327 -32.990 -1.715 -35.340 -1.639 

3 3004.3 2986.72 1.1515800 1.3960669 8.938 20.355 -32.973 -1.687 -35.323 -1.611 

4 3001.5 2983.18 1.1515645 1.3960517 8.924 20.345 -32.986 -1.697 -35.337 -1.621 

5 2998.9 2980.49 1.1515722 1.3960841 8.921 20.370 -32.989 -1 .673 -35.340 -1.596 

6 2995.1 2977.69 1 .1515043 1.3959689 8.868 20.284 -33.040 -1.757 -35.392 -1.681 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -32.984 0.007 0.003 1 

d 46C02/44C02 [per mil] vs. VPDB -1.698 0.012 0.006 2 

d 13C/12C [per mil] vs. VPDB -35.334 0.007 0.003 1 

d 180/160 [per mil] vs. VPDB -1.622 0.012 0.006 1.067008 2 

d 170/160 vs. 10.447 0.006 0.003 0.205960 2 
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